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Accepted 2 March 2016Clinical bacterial diagnostic techniques take between 24 and 48 h and require plating, growth, and examination
of colonymorphology or color for identiﬁcation. Biosensors based on Surface Enhanced Raman Scattering (SERS)
spectroscopy hold great promise as a platform for rapid and sensitive detection of bacterial pathogens by
decreasing time of diagnosis and preventing infection-related morbidity and mortality. The objective of
this study was to characterize and evaluate a handheld SERS-based diagnostic system for the detection and
identiﬁcation of bacteria in pooled human sera. Species of Acenitobacter baumannii, Escherichia coli, Klebsiella
pneumoniae, Staphylococcus aureus, and Pseudomonas aeruginosa were individually inoculated into pooled
human serum samples. Samples were processed by lysis ﬁltration to separate and isolate bacteria. Processed
bacterial samples were incubated onto silver nanorod substrates at 60 °C for 3 h. Spectra of bacteria recovered
from serum were compared to spectra of pure culture bacteria. Principal Component Analysis and Partial Least
Squares Differential Analysis were performed to determine bacterial “molecular ﬁngerprint” (uniqueness and
commonalities of measured spectra). Successful detection, identiﬁcation, and classiﬁcation of bacteria from
human serum using a hand-held Raman spectrometer were demonstrated. Pure culture bacteria were readily
identiﬁable and distinguishable by their SERS-based molecular ﬁngerprints at the species level. Hydrophilic
bacteria were readily detected and identiﬁed from serum samples without changes occurring to their spectra
due to sample processing. Shifts in relative peak intensities of SERS spectra were observed primarily for
hydrophobic bacteria after recovery from serum. Bacteria sensitive to lysis ﬁltration require additional reference
criteria for SERS identiﬁcation.
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Raman1. Introduction
Bacterial infection is a frequent complication among trauma and
surgical patients, both civilian and military. Damage to soft tissues and
organswith accompanying immune system suppression enables oppor-
tunistic pathogens to colonize and infect [36]. Patientswith infection are
more likely to be admitted to an ICU, require extensive debridement,
have longer lengths of stay in hospital, and have a higher risk of early
mortality [16,21,44]. Adverse outcomes within one year after injury
with accompanying infection include increased risk of death and repeatit San Antonio, 3650 Chambers
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ss article under the CC BY license (hthospitalization, greater dependence on healthcare, decreased likelihood
to return towork, and diminished overall function [15]. According to the
World Health Organization, the prevalence of all healthcare associated
infections is 4.5% in the United States, 7.1% in Europe, and 15.5% in un-
derdeveloped countries [2]. The rate of infectious complications in the
United States military is approximately 35% for combat casualties [33].
The limitations of current standards of diagnosis can lead to delayed
interventions and poor prognosis. Military trauma patients in transit to
higher echelons of care present a challenge to healthcare providers due
to the disparity in technology available to caregivers outside of the
hospital setting [39]. Colonization of combat casualties by infectious
pathogens increases during transit through evacuation chains [25] and
requires reevaluation at each level of care. Culture-based techniques
for standard diagnosis take between 24 and 48 h and require plating,
growth, and examination of colony morphology or color to identify
bacteria [31]. The exceedingly long turnaround times required for
culture-based methods led to the development of DNA- and enzyme-
based assays utilizing nucleic acid and antibody probes for identiﬁcation
and quantiﬁcation of target bacterial cells. Diagnosis using traditional
polymerase chain reaction (PCR) requires technical expertise andtp://creativecommons.org/licenses/by/4.0/).
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typically require species and/or strain speciﬁc probes that may or may
not be available for a particular organism. The instability of DNA and
antibodies in harsh environments can limit their applicability for use
outside of controlled settings.
Advancement in diagnostic capabilities is an important step to
improving outcomes of trauma-related infections. Rapid diagnosis,
treatment, and control of bacterial infections are necessary to reduce
morbidity and mortality. Raman spectroscopy combined with nano-
technology is a potential platform upon which an effective novel
diagnostic system can be developed. Devices based on spectroscopic
techniques are fast, efﬁcient, and have the potential to reduce the over-
all time of diagnosis while requiring little to no technical expertise and
additional equipment. Raman spectroscopy is a vibrational spectroscop-
ic technique for ‘molecular ﬁngerprinting’ of tissues, cells, proteins,
nucleic acids, and other small organic and inorganic compounds.
Raman spectroscopy has been investigated for use in prediction of
preterm birth [35] and for the diagnosis of several pre-cancerous and
malignant pathologies including basal cell carcinoma, leukemia, pros-
tate cancer, and dysplastic growth in Barrett's esophagus [6,10,30,34].
The addition of nanotechnology further improves the capabilities of
Raman spectroscopy. Surface enhanced Raman scattering (SERS) was
developed by utilizing nanoparticles as enhancing substrates to im-
prove overall Raman signal intensity, resolution, and limits of detection
down to single molecules. Silver nanorod (AgNR) substrates have
been developed for detection and identiﬁcation of viral and bacterial
pathogens [11] such as E. coli [43], pathogenic mycoplasmas [23], and
the human immunodeﬁciency virus [18]. Enhancement factors of up
to 5 x 108 have been reported with the length of nanorods directly
affecting the measured SERS signal intensity [11,18]. Identiﬁcation and
discrimination of bacteria at the species and strain level using AgNR
substrates have been demonstrated [14]. The rapid measurement
time, ease of operation, and ﬁeld deployable potential make this
technology a promising alternative infection diagnostic tool for military
and civilian caregivers alike.
Benchtop Raman microscopes have been the gold standard for
characterization of bacteriawith SERS. Benchtop SERS systems are capa-
ble of label free detection in situ [12], measuring multiple species and
strains of bacteria simultaneously [37], discerning between species in
mixed bacterial cultures [22], and integrating with microﬂuidic devices
[42]. Raman microscopes are powerful with respect to their resolution
and sensitivity, but size and cost restrict their use to the laboratory
setting. Raman systems such as the Enwave Raman HRC-10HT [45]
and the handheld FirstDefender RM [7] have been developed to address
concerns of device footprint and portability. Recently the use of
handheld Raman spectrometers for use in SERS identiﬁcation of bacteria
ﬁltered from bean sprout samples have been demonstrated [43]. The
objective of this researchwas to expand the number of bacterial species
examined with a ﬁeld deployable SERS system. The SERS diagnostic
system consisting of a handheld Raman spectrometer and multi-well
AgNR substrates was characterized with multiple pathogenic bacterial
species and strains. Furthermore, the effects of pooled human serum
lysis ﬁltration on handheld SERS spectra of pathogenic bacteria were
determined in order to characterize the separation of bacteria from
increasingly complex biological media.
2. Materials and methods
2.1. Chemicals and reagents
Reagents, common buffers and chromatography grade solvents
were purchased from Sigma-Aldrich (St. Louis, MO). UltraPure distilled
water (ddH2O) was purchased from Life Technologies (Grand Island,
NY), nutrient agar was purchased from BD Biosciences (San Jose, CA),
Tryptic soy broth (TSB) was acquired from BD (Franklin Lakes, NJ),
Luria Bertani broth was acquired from Amresco (Solon, OH) andnutrient broth was acquired from Sigma-Aldrich. Filters of 0.45 μm
pore diameter were purchased from EMD Millipore (Billerica, MA).
Lysis buffer of 0.6% polyoxyethylene-(10)-oleoyl ether in 0.4 M
3-(cyclohexylamino)-1-propane sulfonic acid at pH = 11.7 was
prepared followed by ﬁltration through a 0.2 μm ﬁlter. Human serum
was obtained from Bioreclamation IVT and pooled.
2.2. Silver nanorod substrate preparation
Silver nanorod substrates were acquired from Argent Diagnostics
Inc. (Athens, GA). Substrates were prepared by oblique angle deposi-
tion technique using an electron beam (e-beam) evaporation system
[1,11,43]. Brieﬂy, glass microscope slides were cleaned with piranha
solution (80% sulfuric acid and 20% hydrogen peroxide by volume)
for 10 min followed by rinsing with deionized water and drying with
nitrogen gas. Glass slides were loaded into the e-beam deposition
system with the substrate surface perpendicular to the incident vapor
direction. A ﬁlm of 20 nmTi and followed by 200 nmAgwere evaporat-
ed onto glass slides at a rate of 0.2 nm s−1 and 0.3 nm s−1, respectively.
Substrates were rotated 86° with respect to the incident vapor and
silver nanorods were deposited at a rate of 0.3 nm s−1. Thickness was
measured using a quartz crystal microbalance. Substrates
with nanorod length of 2000 nm were fabricated. A patterning
plate mold was applied to the substrate surface and ﬁlled with
polydimethylsiloxane to form a 4 × 10 array of wells having 3 mm
diameter and 1 mm depth.
2.3. Bacterial culture and cell count determination
Bacterial species of Acinetobacter baumannii (A. baumannii, ST-3),
Escherichia coli (E. coli, ST-11), Klebsiella pneumoniae (K. pneumoniae,
ST-9), Pseudomonas aeruginosa (P. aeruginosa, ST-14) and Staphylococcus
aureus (S. aureus, ST-19) were obtained from ATCC and Perkin Elmer
(Manassas, VA, and Waltham, MA). Bacterial cells were grown over-
night in TSB media at 37 °C in a shaker at 250 rpms. The optical density
(OD) of the cells was measured by absorbance spectrometry at 600 nm
wavelength. Cultured cells were initially normalized to 1 OD by centri-
fugation and resuspension in an appropriate volume to bring the con-
centration to 1 OD/mL. Washing was performed by centrifugation at
14,000 rpms for 5 min, discarding the supernatant and resuspension
with ddH2O. The washing process was repeated three times to remove
all broth components followed by a ﬁnal resuspension of the pellet in
ddH2O back to 1 OD. Cell count was determined by plating the 104,
103, 102, and 101 cell dilutions on TSB Nutrient Agar media. Colony
forming units (CFU)were counted the following day to conﬁrm bacteri-
al species concentrations of fresh cultures at 1 OD suspended in ddH2O.
Cell concentrations ranged between 109–1011 CFU/mL at 1 OD. A limit of
detection of 109 CFU/mL has been reported for the SERS biosensor
system under investigation [27]. Fresh pure cultured bacteria suspended
in ddH2O will be referred to as preloaded bacteria.
2.4. Lysis ﬁltration and recovery of bacteria
Lysis ﬁltration is a simple and well established method by which
bacteria can be separated from biological matrices such as serum or
even whole blood. A lysis ﬁltration method for separation of bacteria
from whole blood was adapted from Fothergill et al. [20]. The effects
of lysis ﬁltration on bacterial cell concentration and viability have previ-
ously been characterized [27]. Preloaded bacteria suspended ddH2O at 1
OD were ﬁrst concentrated by an order of magnitude via centrifugation
and resuspension in ddH2O. Concentrated bacteria were pipetted into
pooled human serum, 100 μL bacteria into 900 μL serum, and brieﬂy
vortexed to generate a bacterial concentration of 1 OD in serum. For
puriﬁcation of bacteria, 500 μL of lysis buffer were added to the
serum-bacteria mixture and incubated at room temperature for 2 min.
The lysate was then passed through a 0.45 μm ﬁlter with vacuum.
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micro-centrifuge tube with 1 mL of ddH2O. The micro-centrifuge tube
was vortexed to remove bacteria from the ﬁlter for 5 min. The ﬁlter
was discarded and the micro-centrifuge tube was centrifuged for
5 min at 14,000 rpm. Supernatant was discarded and pellets were
washed/centrifuged three times in wash buffer and three times with
ddH2O. The resulting pellet was re-suspended in 1 mL of ddH2O, back
to the original volume prior to ﬁltration. Bacteria that underwent lysis
ﬁltration and resuspension will be referred to as recovered bacteria.
2.5. SERS measurements
All bacterial samples were pipetted into substratewells and allowed
to dry for 3 h at 60 °C. Two different cultures of each bacterial species
were examined for both preloaded and recovered bacteria. Each
recessed well holds 10 μL of solution. A 10 μL sessile drop of water
requires approximately 1 h to dry at room temperature [8]. Spectra of
deionized water evaporated at room temperature for 3 h contributed
signiﬁcantly to background signal. The presence of water was evident
within the wells by visual inspection. Evaporation of water at 60 °C in
a convection oven decreased background signal resulting in responses
similar to fresh, unaltered AgNR substrates indicating a thorough
removal of water from the substrate wells. Spectral measurements
were taken using a handheld Raman spectrometer (First Defender RM,
Thermo Fisher Scientiﬁc Inc.). A laser having a wavelength of 785 nm,
spot size of 100 μm diameter at the focal point, and a power of 75 mW
was utilized. The range of Raman shift was measured from 400 to
1600 cm−1 with an accumulation time of 500 ms and resolution of
2 cm−1. A total of 5 accumulations per substrate well were averaged
to generate a sample measurement. The total time of analysis that in-
cluded substrate loading, drying, and measurement was approximately
4–5 h. In addition to comparing the various species of bacteria, the abil-
ity to distinguish between different strains of a single bacterial species
was determined using four strains of S. aureus: SA-17 (IQ 0070), SA-18
(XEN-40), SA-19 (ATCC 33591), and SA-22 (TCH 1516). A 1:1 mixed
culture of A. baumannii and S. aureus was evaluated to determine the
possibility of identifying multiple bacteria.
2.6. Chemometrics and data analysis
Datawere processed usingMATLAB R2013b (TheMathWorks Inc.,
Natick, MA) and OriginPro 9.1 (OriginLab Corporation, Northampton,
MA). Chemometric analysis was performed using PLS_Toolbox software
(Version 7.5, Eigenvector Research Inc., Wenatchee, WA). Prior to
chemometric analysis, collected spectra were pre-processed with
Savitzky–Golay smoothing and differentiation, normalized, and
mean centered through the PLS_Toolbox software in MATLAB. The
“Leave-One Out” cross validation model was utilized for calibration.
Variability in Raman signal across SERS spectra was determined by
averaging the coefﬁcient of variation (%CV) at every frequency.
Principal component analysis (PCA) and partial least squares-
discriminant analysis (PLSDA) were performed on SERS spectra using
PLS Toolbox. The statistical tests were used to reduce spectral dimen-
sionality and observe grouping of bacteria for subsequent classiﬁcation
and identiﬁcation. Preprocessing of spectra for PCA and PLSDA involved
taking the ﬁrst derivative followed by normalization and mean center-
ing. In order to evaluate effectiveness of pure culture bacteria as a
SERS reference library, calibration models for PCA and PLSDA were
developed using spectra collected for preloaded bacteria. Spectra for
recovered bacteria, considered the validation set, were projected into
the PCA and PLSDA space of the calibration model for classiﬁcation
and comparison. Models of four principal components (PC) for PCA or
latent variables for PLSDAwere built using a leave-one-out cross valida-
tion. Score plots using the ﬁrst two PCs were generated for calibration
and projected validation data set visualization. Similarly, a complex
matrix reference library was evaluated by validating recovered bacteriausing a model calibration data set of serum recovered bacteria. Strict
class predictionswere used to provide the safest class assignment. Sam-
ples found belonging to multiple classes or no classes were considered
unclassiﬁed. Clinical sensitivity and speciﬁcity were calculated
utilizing the following equations [29]:
Sensitivity ¼ True positives
True positivesþ False negatives:
Specificity ¼ True negatives
True negativesþ False positives
3. Results
3.1. Raman spectra of pure culture bacteria and bacteria separated from
pooled human sera
The handheld analyzer generated unique SERS spectra for each
bacterial species. Normalized SERS spectra of all ﬁve bacterial species
are depicted in Fig. 1. The total preloaded and recovered SERS spectra
for all samples are depicted in Figs. S1–S5. The importance of signal
processing was noted by the reduction in %CV range of 8.1–48.1% for
all unprocessed spectra down to 3.3–14.5% after processing, Table S1.
All species except for P. aeruginosa displayed characteristic bacterial
SERS peaks at 735 cm−1 and 1325 cm−1. Differences among species
aremarked by differences in relative peak intensities. Noticeable chang-
es in peak intensity occurred for E. coli and K. pneumoniae after recovery
from serum. Peak intensity for spectra of K. pneumoniae increased at
654 cm−1 and 794 cm−1 and decreased at 1031 cm−1. Peak intensity
for spectra of E. coli increased at 798 cm−1. Both A. baumannii and
S. aureusmaintained consistent relative peak intensity and distribution
after recovery, with a slight increase at 655 cm−1 for S. aureus.
3.2. Discrimination between bacterial species and strains
A series of PCA scores plots using the ﬁrst two PCs were generated
for comparison and classiﬁcation of bacterial species. The ﬁrst model
generated using preloaded bacteria showed the ﬁrst four PCs account-
ing for 97% of the variance, Fig. 2-A, B. All bacteria coming from a pure
culture environment were unique and distinguishable from water.
Recovered bacteria were also unique compared to water except for
several samples of P. aeruginosa that had low recovery yields from
lysis ﬁltration. The second model generated using preloaded bacteria
excluded the spectra for water and had the ﬁrst four PCs accounting
for 93% of the variance, Fig. 2-C, D. Spectral reproducibility was greater
for bacteria from pure culture compared to recovered bacteria. Distinct
clusters were observed for each of the ﬁve species of preloaded bacteria.
Recovered bacteria projected onto the second model grouped based on
species but with notable overlap amongst some samples.
The third model was generated using a sample set of serum
recovered bacteria and had the ﬁrst four PCs accounting for 86% of
the variance, Fig. 2-E, F. A second data set of recovered spectra
from a separate culture was projected onto the third model. Species
distributed similarly in both the model and validation data sets.
Insufﬁcient recovery yields of P. aeruginosa prevented its inclusion
in the validation data set. More overlap in bacterial species was
observed for the third model indicating less speciﬁcity.
The SERS spectra of the various S. aureus strains are summarized in
Fig. 3. Similarities amongst the four strains are evident by the similari-
ties in distribution and intensity of SERS peaks, Fig. 3-A, B. Relative
peak intensities changed after lysis ﬁltration as was the case for other
species. Principal component analysis showed close grouping between
the strains. These results indicate thatwhile species level discrimination
is possible, differentiation between strains is still a challenge. A mixed
culture of A. baumannii and S. aureus (1:1) yielded spectra that were
different from pure cultures of either species, Fig. 4-A. The PCA score
Fig. 1. The average SERS spectra of (A) preloaded bacteria and (B) recovered bacteria. Shifts in the relative peak intensities are most evident between 600 and 800 cm−1. Each spectra
represents an average of n = 16 samples from n = 2 separate cultures.
Fig. 2. Score plots for (A)water and preloaded bacteria as amodel data set with (B)water and recovered bacteria as an evaluation data set; (C) preloaded bacteria as amodel data set with
(D) recovered bacteria as an evaluation data set; (E) recovered bacteria as a model data set with (F) a second different culture of recovered bacteria as an evaluation set. Each data point
represents one sample spectra.
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Fig. 3. SERS spectra of (A) preloaded and (B) recovered S. aureus strains with associated PCA score plots for (C) preloaded and (D) recovered samples. Data points showed similarities and
overlap amongst the various strains indicating that strain level detection is not possible.
24 C.N. Kotanen et al. / Sensing and Bio-Sensing Research 8 (2016) 20–26plot conﬁrms this with distinct grouping of individual species and
mixed culture data points, Fig. 4-B.
The sensitivity and speciﬁcity of bacterial class prediction at the spe-
cies level for models generated from preloaded and recovered bacteria
are summarized and compared in Table 1. Preloaded bacteria as a
reference library successfully predicted recovered A. baumannii with
94% sensitivity and 88% speciﬁcity. Recovered S. aureuswas also predict-
able but with less sensitivity of 69% and higher speciﬁcity of 96%. The
four successfully recovered samples of P. aeruginosawere also correctly
classiﬁed. Themodel based on preloaded bacteria was not capable of in-
dependently classifying recovered E. coli or K. pneumoniae. GenerationFig. 4. (A) Spectra and (B) scores plot for pure culture S. aureus (SA), A. baumannii (AB) and thei
spectra compared to either pure culture species demonstrating the potential to identify the prof a library using recovered bacteria as themodel enabled the prediction
of E. coli and K. pneumoniae. The recovered model also improved the
sensitivity to A. baumannii and S. aureus and all species could be identi-
ﬁed and differentiated with 100% sensitivity and ≥88% speciﬁcity.
4. Discussion
The purpose of the present study was to determine if a handheld
SERS diagnostic system could accurately detect and identify pathogenic
bacteria separated from human serum. The handheld SERS system
with AgNR substrates measures the extracellular, whole cell spectra ofrmixed culture (AB+ SA).Mixed culture AB+ SA samples at a 1:1 ratio generated unique
esence of polymicrobial infections.
Table 1
Sensitivity and speciﬁcity of PLSDA models. Utilizing recovered bacteria as a model
improved identiﬁcation sensitivity for all species. aModel generated with four latent
variables accounting for 91% of variance; bModel generated with four latent variables
accounting for 80% of variance (— no viable test samples of P. aeruginosawere available).
Model: Preloadeda Model: Recoveredb
Test sample: Recovered Test sample: Recovered
Species Sensitivity (%) Speciﬁcity (%) Sensitivity (%) Speciﬁcity (%)
A. baumannii 94 88 100 100
E. coli 0 100 100 88
K. pneumoniae 0 100 100 100
P. aeruginosa 100 100 — —
S. aureus 69 96 100 96
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characterization of the cell envelope with intensity correlating to the
contents of the bacterial cell wall and plasma membrane. The SERS
spectra of preloaded samples are representative of the intact, living
cell. The pattern of major SERS intensity bands observed between 650
and 800 cm−1 are highly similar to SERS spectra of E. coli from
mung bean sprout samples with high intensity peaks at 654 cm−1,
730 cm−1, and 795 cm−1 [43]. Bacterial cell wall constituents normally
characterized by SERS include peptidoglycans, phospholipids, glycopro-
teins, and lipopolysaccharides [19,40]. The relative SERS peak intensity
changed for all bacteria to varying extents after separation from
serum. All recovered samples of E. coli and K. pneumoniae were
unclassiﬁable by PLSDA when utilizing a pure culture reference library,
which was due to the additional peaks of the recovered samples that
were not accounted for by the model data set, Table 1. The change in
position of bacterial groupings observed using PCA, Fig. 2, reﬂects the
changes to the bacterial cell surface and biomolecular composition
due to lysis ﬁltration.
The extent of change in bacterial cell surface composition by lysis
ﬁltration can be due to physical and biomolecular disparities between
species. Hydrophilic microbes include A. baumannii [32] and S. aureus
[46] whereas P. aeruginosa [9], K. pneumoniae [17], and E. coli [26] are
hydrophobic. A. baumannii followed by S. aureus are the least suscepti-
ble to lysis ﬁltration compared to all other bacteria based on the consis-
tency of the scores plots for preloaded and recovered samples. The
majority of spectra collected from recovered P. aeruginosa samples
were similar to water, Fig. 2-B, which is likely due to low viability of
the bacterial species after lysis ﬁltration [27]. Recovered E. coli, while
able to maintain full viability after lysis ﬁltration [27], underwent
biochemical changes such that the SERS peak distribution rendered it
distinct from preloaded E. coli. Mild non-ionic detergents are effective
in solubilizing integralmembrane proteins in E. coliwith high speciﬁcity
and having an extraction efﬁciency closely correlated to detergent
critical micelle concentration [3]. Protein extraction altered Raman
peak distribution for the whole cell SERS spectrum of E. coli and poten-
tially other hydrophobic species. Changes in the biomolecular composi-
tion of cell surface structures and cell metabolic activity are responsible
for relative changes in SERS peak intensity [24]. These peak intensity
changes must be accounted for when generating reference libraries for
use in species identiﬁcation.
The lysis ﬁltration technique can also cause bacterial inactivation.
Lysis buffers using detergent and high pH have been shown to leave
bacteria such as S. aureus physically intact but with signiﬁcantly
inhibited growth [38]. Based on the results, it is unlikely that bacterial
inactivation causes dramatic changes to SERS spectra, but this has not
yet been conﬁrmed. Furthermore, increased adenine and guanine
molecular signature may be due to increased permeability of DNA,
FAD, NAD, ADP, and ATP molecules through the cell membrane caused
by compromised cell walls. The inﬂuence of bacterial inactivation and
cell membrane integrity on SERS peak distribution will be determinedin future studies. It may also be possible to account for, or predict
changes to, SERS signal intensity by understanding detergent extraction
efﬁciency of, and speciﬁcity toward, membrane proteins and the
resultant inﬂuence on cell membrane integrity.
Separation techniques can be accounted for by generating a refer-
ence library or model using microbes that have undergone separation
in addition to those from pure culture. Drawbacks to this approach in-
clude the lack of general applicability of the model data set and the
time required to generate new reference libraries. For example, itera-
tions of sample preparation may require a new reference data set to
be prepared. Research into novel separation technologies and method-
ologies is currently underway but few have been used with SERS
detection. Nano-sieves based on capillary action can be applicable for
protein removal and concentration of microbes without need for
vacuum ﬁltration [28]. The use of hydrogels and porous poly(ethylene
glycol) microgels have been shown to be effective at trapping bacteria
with yields averaging 70% even in the presence of albumin [4,5].
Dielectrophoresis is a promising method of continuously separating
bacteria frombiological sampleswith substrates having sorting efﬁcien-
cies of 80% and 99% for S. aureus and red blood cells, respectively, and
working limits of 106 CFU/mL [13]. Exclusion of separation and process-
ing steps of biological samples altogether would be ideal. Bimetallic
substrates modiﬁed with antibiotics have shown potential for SERS
compatibility with whole blood without the need for any separation
techniques [41]. Generating an easy to use, ﬁeld-ready platform for
separating bacteria from biological samples will be a necessary step in
the development of the current generation of SERS technology.
The handheld SERS biosensor successfully identiﬁed bacteria at
the species level from pure culture and serum samples. Strain level
detection was not observed, Fig. 3. Discrimination between bacterial
strains is advantageous because many strains of a single species have
differences with respect to properties such as pathogenesis, antibiotic
resistance, bioﬁlm production, and generation of toxins. Nanoparticle
substrates are capable of generating sufﬁciently large enhancement
factors to discern between bacterial strains, which necessitate
spectrometer instrumentation to be on an equal level with respect to
measurement sensitivity. Microﬂuidic SERS systems have achieved
strain level resolution with support vector machine accuracy of 92%
[42]. Hardware improvements to the handheld SERS biosensor are
necessary to reach strain level resolution. Poly-microbial detection is
another major concern as more than one species will likely be present
in a chronic infection. The separate PCA score grouping of the combined
pure culture sample of A. baumannii and S. aureus, Fig. 4, demonstrates
the potential to identify the presence of a mixed species of Gram
positive and Gram negative bacteria. Additional studies will need to
be pursued to determine SERS spectra of mixed cultures as a function
of more species and varying cell concentration. The effects of serum
processing on SERS spectra of poly-microbial populations also need to
be addressed.
5. Conclusions
The effective recovery of live bacteria is important for consistent
whole cell SERS characterization. The SERS biosensor utilized in this
studywas capable of detection, identiﬁcation, and classiﬁcation of ama-
jority of the bacteria of military interest sampled from human serum.
Bacteria were identiﬁable at the species level, and the potential for de-
tecting poly-microbial cultures by the unique spectra that they generate
was demonstrated. Raman signal for recovered bacteria is likely gener-
ated from a combination of inactive cells, active viable cells, and altered
cell membranes, but it should be noted that SERS measurement is
sensitive to even the smallest changes in biomolecular composition.
Lysis ﬁltration successfully puriﬁed hydrophilic bacteria without signif-
icantly affecting Raman spectra. However, shifts in relative peak intensi-
ties of SERS spectra for hydrophobic bacteria due to lysis ﬁltration were
seen and must be overcome. Generation of a reference library using
26 C.N. Kotanen et al. / Sensing and Bio-Sensing Research 8 (2016) 20–26pure culture samples can be effective for identifying hydrophilic bacte-
ria such asA. baumannii and S. aureus. Bacteria sensitive to lysisﬁltration
will require a more complex reference library for SERS identiﬁcation or
milder conditions for separation.
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